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Abstract Two types of nonbreakable, flexible micro-
reference electrodes filled with gel-electrolytes were prepared
for use in solutions with alkaline and neutral pH. The elec-
trodes are intended for electrochemical measurements, in
which chloride-free conditions are important. Due to the flex-
ible, bendable construction of the electrodes, electrochemical
experiments at locations difficult to access with common ref-
erence electrodes are enabled. Hg|HgO-type electrodes were
prepared from amalgamated Au wires, followed by oxidation
of the amalgam, which is mounted in a PTFE tube filled with
0.1M NaOH solution immobilized in a PAA-g-PEO gel. The
potential of this type of electrode was found to be 0.162
±0.002 V (SHE) at room temperature. Cu|CuSO4 electrodes,
consisting of a Cu wire immersed in a saturated CuSO4 solu-
tion jellied with gelatin, showed a stable open-circuit potential
of 0.312±0.001 V (SHE). Further characterization of the elec-
trodes was performed in terms of electrochemical impedance
spectroscopy and micro-polarization measurements. As an al-
ternative to the flexible electrodes, rigid electrodes in glass
enclosure were fabricated in analogy to the flexible-type
electrodes.
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Introduction
Providing chloride-free conditions for sensitive electrochemi-
cal measurements represent a crucial factor for the choice of
the right instrumentation. The two reference electrodes most
commonly used in a standard electrochemistry lab are the
Ag|AgCl and the Hg|Hg2Cl2 electrode, both operating in con-
tact with a highly concentrated or saturated aqueous chloride
solution as liquid phase. If a simple diaphragm is used for
separation, the diffusion of chloride ions is far too high.
Even if a salt bridge is used to separate the chloride solution
inside the reference electrode from the electrolyte solution in
which the measurement takes place, diffusion of chloride ions
out of the reference electrode cannot entirely be excluded. In
this regard, reference electrodes without chloride like the
Cu|CuSO4 or, especially for alkaline media, the Hg|HgO are
highly favorable. Moreover, microelectrochemical techniques
require miniaturized equipment comprising stability, accura-
cy, and flexible design [1, 2].
Most often, Ag|AgCl μ-reference electrodes are used due to
their stable potential and simple fabrication. Pedrotti et al. [3]
described the fabrication of a mini-Ag|AgCl reference electrode
using a polypropylene pipette tip and microporous high-density
polyethylene junction to keep the saturated NaCl solution in-
side. A μ-Ag|AgCl electrode mounted in a glass capillary was
reported by Hassel et al. [4]. Here, the saturated KCl electrolyte
was immobilized by adding agar to the solution, providing the
option to further integrate an agar-solidified KNO3 salt bridge.
Another method of fabricating a solid state μ-reference elec-
trode was shown by Nolan et al. [5] by dip-coating a Ag|AgCl
wire in poly(vinyl chloride) containing immobilized NaCl elec-
trolyte and protecting the electrodes with polyurethane or
Nafion. Various studies focus on the optimization, miniaturiza-
tion, and adaptation to specific requirements of the Ag|AgCl
reference electrode [6–11], due to its nature as an electrode of
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the second kind. These electrodes are characterized by precip-
itation of a poorly soluble metal salt or oxide as soon as dis-
solving metal ions react with the anions in the electrolyte solu-
tion. The potential is determined by the activity of metal ions in
the electrolyte and thus by the solubility product of the precip-
itate. Consequently, for a metal salt with poor solubility, satu-
ration is reached easily and the potential of the electrode de-
pends on the anion activity in the electrolyte [12]. Other exam-
ples for electrodes of the second kind are the Hg|Hg2Cl2|Cl
−
electrode [13], the Hg|Hg2SO4|SO4
2− electrode [13], and the
Hg|Hg2(CH3COO)2|CH3COO
− electrode [14]. Both, the mer-
cury sulfate and the mercury acetate reference electrodes, have
been prepared as μ-reference electrodes in glass capillaries
using agar for electrolyte solidification [15]. A reference elec-
trode especially suitable for alkaline solutions and higher tem-
peratures is the Hg|HgO|OH− electrode [16]. For solidification
of the alkaline electrolyte, usually NaOH or KOH solution, agar
and gelatin are not stable. Nevertheless, hydrogel polymers can
be used for electrolyte immobilization under alkaline condi-
tions. Hydrogels are cross-linked polymeric materials with hy-
drophilic functional groups enabling absorption of relatively
large amounts of water or aqueous solution for high ionic con-
ductivity. They comprise a wide range of applications like for
example hygiene products, pharmaceuticals, food additives,
sensors, and biosensors [17, 18]. For alkaline solutions, hydro-
gel electrolytes like cross-linked sodium polyacrylate [19–21],
acidic polyvinyl alcohol/polyacrylic acid blend cross-linked
with glutaraldehyde [22], or poly(acrylate-co-acrylamide) [23]
have been studied. In this work, a flexible Hg|HgO|OH− refer-
ence electrode with poly(acrylic acid) partial Na-salt graft-
poly(ethylene oxide) hydrogel immobilized electrolyte is pre-
sented. Very recently, this type of reference electrode has been
employed successfully in several studies [24, 25]. The aim of
this paper is to give a profound description and characterization
of these electrodes.
Furthermore, this paper discusses a flexible Cu|CuSO4
electrode. Although the Cu|CuSO4 system is classified as
an electrode of the first kind, as CuSO4 is well soluble in
water, a stable potential can be maintained by using a
saturated CuSO4 solution as electrolyte. With an excess
of solid CuSO4 crystals in the electrolyte solution, a
higher resistance against chloride contamination has been
reported [26]. Chloride has also been found to form ad-
sorbates on the copper surface [27]. The applications of
Cu|CuSO4 reference electrodes lie particularly in the field
of corrosion studies, where robustness is crucial, for ex-
ample, investigation of the corrosion behavior of steel in
reinforced concrete [28, 29] or direct corrosion measure-
ments of pipelines and storage tanks in soil [30].
Flexible designs of miniaturized and μ-reference electrodes
extend the possibilities of their applications for electrochemi-
cal examinations. Furthermore, these reference electrodes
show higher mechanical resilience, by bending that they can
be brought closer toward the working electrode and therefore
dispense with the need for Luggin capillaries.
Experimental
Preparation of Hg|HgO-μ-reference electrodes
For use in alkaline solution, Hg|HgO-reference electrodes
were prepared. An Au wire (purity 99.999 %) with 200μm
diameter was ultrasonically cleaned in ethanol and afterwards
in water. Amalgamation of the wire was conducted electro-
chemically by applying a potential of 0.2 V versus standard
hydrogen electrode (SHE) for a duration of 180 s in 0.1M
Hg2(NO3)2 solution. A dimensionally stable anode served as
counter electrode and a commercially available Ag|AgCl|3 M
KCl electrode (Metrohm) as reference electrode. As next step,
two-thirds of the amalgamated part of the wire were dipped in
a 0.002 wt% KMnO4 solution for 10 min in order to form
HgO. Alternatively, oxidation can be achieved thermally by
heating the amalgamated wire for 10 s at 350 °C in air. The
latter method however may decrease surface concentration of
mercury on the gold wire by fostering the inward diffusion.
For the thermal oxidation, it is advisable to not rinse the wire
with water after the amalgamation step. For electrochemical
oxidation of the amalgam, a potential of 0.5 V (SHE) was
applied for 180 s in 0.1M NaOH solution. Characterization
of the oxidized surface was performed with a field emission
Zeiss Gemini 1540 XB scanning electron microscope (SEM)
with 5-kV acceleration voltage and secondary electron (SE2)
detector. Chemical composition was studied in terms of ener-
gy dispersive X-ray spectrometer (EDX) from INCA X-Sight
Oxford Instruments.
The amalgamated and oxidized wire was then inserted into
a PTFE tube (VWR) with an outer diameter of 1 mm and an
inner diameter of 0.5 mm. The electrolyte was prepared by
adding 0.14 g of PAA-g-PEO powder (poly(acrylic acid) par-
tial Na-salt graft-poly(ethylene oxide), Sigma-Aldrich) to
10 cm3 water resulting in a 1.4 wt% PAA-g-PEO gel.
Stirring is performed carefully to avoid introduction of gas
inclusions into the gel. After dropwise addition of 2 cm3 0.6M
NaOH solution, resulting in an overall NaOH concentration
of 0.1 mol l−1, viscosity of the gel decreases and allowed
filling of the wire containing PTFE tube. For this purpose, a
syringe is connected to one end of the tube, which is used for
sucking the gel electrolyte into the tube. Care should be taken
to avoid gas inclusions within the tube. Finally, the electrode
is closed on one end by application of a two-component resin
glue. This is not only sealing but also acts as pulling relief. As
alternative to the PTFE tube, a glass capillary (borosilicate
glass, WPI) with the same dimensions can be used to obtain
a rigid reference electrode. The produced reference electrodes
can be either stored with the tip immersed in 0.1M NaOH
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solution or directly in the PAA-g-PEO gel in humid atmo-
sphere (>90 % relative humidity, in desiccator, over saturated
K2SO4 solution).
Preparation of Cu|CuSO4-μ-reference electrodes
Analogously to the preparation of reference electrodes for
usage in alkaline solution, Cu|CuSO4-type electrodes were
prepared for measurements in neutral electrolytes. A Cu wire
with 200μm diameter was cleaned by etching with diluted
nitric acid. The wire can then be inserted in either a PTFE tube
or a glass capillary. The electrolyte is prepared by adding 0.5 g
(5 wt%) gelatin powder (Merck) to 10 cm3 saturated aqueous
CuSO4 solution. The mixture was continuously stirred and
heated up to 50 °C until the gelatin dissolved. The tube or
capillary containing the Cu wire is then filled with the hot
gelatin mixture and allowed to cool and solidify inside the
tube. After solidification, the gelatin-filled tube was closed
with epoxy resin glue. The finished reference electrodes were
stored with the tip immersed in saturated CuSO4 solution.
Electrochemical measurements
For all electrochemical experiments, an IVIUM CompactStat
potentiostat was used. Electrochemical impedance spectrosco-
py (EIS) measurements were performed in a frequency range
from 10 kHz to 10 mHz with 10 measurement points per
decade and a sinusoidal voltage signal amplitude of 10 mV.
As DC bias potential, the open-circuit potential (EOCP) was
used, which was recorded for 600 s before each EIS measure-
ment. Micro-polarization curves were obtained by potentiody-
namic scanning of a potential range of ±10 mV versus EOCP
with a scan rate of 2 mV s−1. All electrochemical measure-
ments were performed at room temperature, using a reversible
hydrogen electrode (RHE, HydroFlex, Gaskatel) as reference
electrode and a Pt wire as counter electrode.
Results and discussion
Preparation of μ-reference electrodes
The fabrication procedures of the two kinds of reference elec-
trodes—Cu|CuSO4 and Hg|HgO—are schematically present-
ed in Fig. 1.
The production of the Hg|HgO-μ-reference electrodes is
characterized by additional steps compared to the production
of Cu|CuSO4-type electrodes, needed for amalgamation of the
starting material, which is in this case a gold wire, and the
subsequent oxidation of the amalgam. The proceeding of the
reaction steps can be easily visually tracked. The gold amal-
gam is of silvery appearance and can be clearly distinguished
from the original gold color of the wire. During the next step,
the silver color vanishes as the formed oxide is characterized
by a matt yellow to orange color. HgO can appear in two
different colors (yellow or red) depending on its particle size
[31]. The influence of the particle size on the electrode poten-
tial was reported to be negligible [32].
The oxidation process itself can be carried out in different
ways. The oxide can be produced by heating up the amalgam
in air. In this case, formation of HgO proceeds as follows:
Hgþ 1
2
O2 ⇄ HgO ð1Þ
In the case of electrochemical oxidation of mercury, Hg2+
ions react with water resulting in the formation of HgO on the
amalgam surface:
Hg ⇄ Hg2þ þ 2e− ð2Þ
Hg2þ þ H2O ⇄ HgOþ 2Hþ ð3Þ
For the chemical formation of HgO, an oxidizing agent,
strong enough to oxidize Hg, is needed [33]. For this purpose,
permanganate was employed, which is reduced to manganese
dioxide according to following reaction equation:
3 Hgþ 2MnO−4 þ H2O ⇄ 3 HgOþ 2MnO2 þ 2OH− ð4Þ
Manganese dioxide is insoluble in water and precipi-
tates during this reaction. The oxidized amalgam wire
should be rinsed thoroughly with water after this reaction
in order to remove manganese adherences from the wire
surface.
The resulting amalgamated and oxidized wire surface
was studied using SEM. Corresponding images are pre-
sented in Fig. 2. The surface of the thermally oxidized
amalgam is free from visible precipitates, in contrast to
Fig. 1 Schematic presentation of the fabrication procedure of flexible
Hg/HgO- and Cu/CuSO4-micro-reference electrodes including light
microscopic images showing the original gold wire surface
(diameter = 200 μm) as well as the amalgamated and oxidized surface
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the surface of the electrochemically and chemically oxi-
dized amalgam. Care should be taken in the case of ther-
mal treatment to avoid decomposition of the amalgam
followed by evaporation of Hg. The smooth surface of
the heat-treated sample results from thermally induced
surface restructuring processes combined with homoge-
neous oxidation. The electrochemically oxidized surface
is covered with below 1-μm sized precipitates. The sur-
face of the chemically treated surface exhibits the largest
roughness with larger precipitates of 1–2-μm size.
Precipitates could be identified as HgO. The basic mor-
phological characteristics of the surface result from the
amalgamation process with the formation of Hg droplets
on the Au surface. This observation is in accordance with
earlier studies [15].
The composition of the oxidized surfaces was analyzed
with EDX. The determined compositions are summarized in
Table 1. In the case of a complete oxidation of Hg, the atomic
ratio n of Hg and O should be 1. In the direct comparison of
the three different fabrication routes studied, chemical oxida-
tion shows the highest level of Hg oxidation.
Taking into account the simplicity of the chemical oxida-
tion process using permanganate, combined with the high de-
gree of Hg oxidation and the short process duration, it repre-
sents the most suitable method to produce HgO on the amal-
gamated wire surface. Therefore, Au(Hg)/HgOwires fabricat-
ed by this method are further used for production of micro-
reference electrodes.
The maximum solubility of Hg in Au was determined as
19.5 at.% [34]. As the measured values based on EDX results
show higher concentrations of Hg, it can be assumed that only
part of the Hg is used for amalgamation, whereas the residual
part is present in unalloyed form at the wire surface, which is
in accordance with the SEM interpretation discussed before.
Another explanation is the formation of Hg-based reaction
products, which are removing Hg from the Au, while the
subsequent EDX investigation is probing both, the metallic
Hg in the amalgam and the Hg present as precipitates on the
surface.
Potential stability of the reference electrodes
For verification of potential stability of the fabricated refer-
ence electrodes, open-circuit potential (EOCP) transients were
measured for all types of reference electrodes versus a com-
mercially available RHE. Potential values were converted to
potentials versus SHE for better comparability. Recorded po-
tential transients, which were measured for almost 14 h, are
presented in Fig. 3. Average potential values are 0.319 V
(SHE)±1 mVand 0.312 V (SHE)±1 mV for Cu|CuSO4 elec-
trodes in glass and PTFE enclosure, respectively. For
Hg|HgO-type reference electrodes, average EOCP values of
0.173 V (SHE) ± 1 mV (glass enclosure) and 0.162 V
(SHE)±2 mV (flexible) were measured. For both reference
electrode types, the flexible electrode shows slightly lower
EOCP compared to the glass-type electrodes. The difference
in potential is 7 mV in the case of Cu|CuSO4 electrodes and
11 mV for Hg|HgO electrodes. The glass capillaries used,
consisting of borosilicate glass, are characterized by a higher
ionic conductivity compared to PTFE [35, 36]. Moreover,
Fig. 2 SEM images from a thermally oxidized HgO surface as well as
from b electrochemically and c chemically oxidized HgO, produced on
amalgamated gold wire
Table 1 Composition determined by EDX for thermally,
electrochemically, and chemically oxidized Au-amalgam as well as
atomic ratio n of Hg/O and Hg/Au
Composition/at% Thermal Electrochemical Chemical
Au 38.9 45.3 33.8
Hg 33.3 37.3 33.6
O 27.8 17.4 32.6
n (Hg/O) 1.20 2.14 1.03
n (Hg/Au) 0.46 0.45 0.50
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intercalation of protons into the glass influences the pH value
close to the electrode tip [37]. Combined with the hydropho-
bicity of PTFE, potential shifts resulting from the electrode
enclosure material can be explained.
Theoretical values for electrode potentials can be calculat-
ed for both types of reference electrodes using the Nernst
equation:






Activities of the oxidized and reduced species (aOx, aRed)
can deviate from the concentrations in the case of amalgam
formation, leading to values below 1 for the activity of aHg.
The electrode potential of the Hg|HgO-reference electrode
is based on:
HgOþ H2O þ 2 e− ⇄ Hgþ 2 OH− ð6Þ
With HgO undergoing following equilibrium reaction
HgOþ H2O ⇄ Hg OHð Þ2 ⇄ Hg2þ þ 2 OH− ð7Þ
the electrode potential of the Hg|HgO|OH− electrode can be
calculated as [8]:






ln COH− γOH−ð Þ ð8Þ
Assuming an OH− concentration cOH− of 0.1 and an activ-
ity coefficient γOH− of 0.7820 [38] and a standard electrode
potential E0HgjHg2þ of 0.85 V [39], the electrode potential is
theoretically 0.163 V, which is in good agreement with the
measured electrode potential of the flexible reference
electrode.
In the case of Cu|CuSO4, electrode following equilibrium
determines the electrode potential:
Cu ⇄ Cu2þ þ 2e− ð9Þ
The electrode potential can be described as:
ECu Cu2þj ¼ E0Cu Cu2þj þ
RT
2F
ln cCu2þ γCu2þð Þ ð10Þ
With E0CujCu2þ =0.340 V [40] and γCu2þ =0.039 for a sat-
urated CuSO4 solution being 1.41 molal at 25 °C [41], an
electrode potential of 0.303 V can be calculated. However, a
potential value of 0.317 V (SHE) was determined by Stern
et al. [42]. The potential difference compared to the measured
values of 0.319 and 0.312 V, respectively, can be due to devi-
ations of the activity coefficient valid for saturated liquid
CuSO4 solution, which is not necessarily equal to the activity
coefficient valid for the CuSO4-gelatin mixture. This would
not be surprising as the chemical environment for the Cu ion is
different in water as compared with gelatin. As the measured
values exceed the theoretical value, an increased activity co-
efficient can be assumed for the gelatin-immobilized saturated
CuSO4 electrolyte.
Further characterization of the μ-reference electrodes
was performed in terms of electrochemical impedance
spectroscopy, which was repeatedly shown to be a suit-
able method of analyzing reference electrode stability [4,
15]. The prepared μ-electrodes were measured in combi-
nation with a commercially available reference electrode.
Figure 4 presents the EIS spectra obtained for the flexi-
ble and rigid type of Hg|HgO-μ-reference electrodes. The
phase shift φ is almost completely frequency indepen-
dent with values between −23° and 0° over the entire
frequency range. The impedance of the reference elec-
trodes increases slightly with decreasing frequency.
Generally, the impedance of μ-reference electrodes tends
to be higher compared to commercially available refer-
ence electrodes. The overall change of impedance for a
variation of frequency of seven orders of magnitude is a
factor of 10 for the flexible and 6 for the rigid type of
Hg|HgO-reference electrode, respectively.
The characterization in the frequency domain was per-
formed in a similar way for the Cu|CuSO4-reference
electrodes. The resulting impedance spectra are presented
in Fig. 5 revealing a similarly frequency-independent be-
havior of impedance and phase shift as observed for
Hg|HgO electrodes. Changing the frequency over seven
orders of magnitude leads to alternation of impedance of
factor 2 for flexible and 10 for glass-type electrodes,
respectively. The minimum observed phase shift was
−21° and −26° for these two types of Cu|CuSO4
electrodes.
Fig. 3 Open-circuit potential measurements of the prepared μ-reference
electrodes measured in saturated CuSO4 solution versus Ag/AgCl-macro
RE for Cu/CuSO4-type electrodes and in 0.1 M NaOH solution versus
RHE for Hg/HgO-type electrodes
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For the determination of the electrode’s inner resistance
and reversibility of its potential when current is forced
through the electrode, micro-polarization curves were re-
corded by applying a triangular potential waveform with
EOCP + 10 mV and EOCP −10 mV as vertex potentials and
a potential scan rate of 2 mV s−1. By evaluating the slope
of the line connecting the current values at the potential
limits (Fig. 6), the inner resistance of the electrode can be
calculated as reciprocal value of the slope. For the flexible
Hg|HgO-reference electrode, a value of 49.0 kΩ can be
obtained, whereas the resistance of the rigid-type Hg|HgO
is lower with 19.5 kΩ. This resistance can be used for
comparison with EIS data before. As a potential range
of 20 mV was periodically scanned with 2 mV s−1, it
can be interpreted as frequency of 0.05 Hz. Strictly speak-
ing, one would need to represent the triangular waveform
by the sum of different sinusoidal signals—an approach
that is called Fourier synthesis. In any case for such a
conversion, it is clear that lowest sinusoidal frequency is
the triangular frequency of 0.05 Hz and all other higher
frequencies are odd orders with a significantly lowered
amplitude [43]. The corresponding impedance values cal-
culated from the polarization curves are plotted in the EIS
spectra (Figs. 4 and 5). Additionally to the impedance
value, the exchange current I0 can be calculated from





From Eq. 11, values of 524 nA and 1.315 μA are obtained
for the flexible and the rigid Hg|HgO-reference electrodes,
respectively.
Ideally, the micro-polarization curves should not reveal any
kind of hysteresis. However, a small hysteresis can be
Fig. 5 Impedance spectra presented as Bode plot with phase shift ϕ
(dotted line) and impedance |Z| (solid line) of a Cu/CuSO4-μ-electrodes
embedded in PTFE tube and b for electrodes embedded in glass capillary.
For comparison, impedance calculated from micro-polarization curves
(Fig. 7) is included (circle)
Fig. 4 Impedance spectra presented as Bode plot with phase shift ϕ
(dotted line) and impedance |Z| (solid line) of a Hg/HgO-μ-electrodes
embedded in PTFE tube and b for electrodes embedded in glass
capillary. Impedance calculated from micro-polarization curves (Fig. 6)
is included (circle) for comparison
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observed for the Hg|HgO-reference electrodes. The maximum
deviation between the scan toward positive and toward nega-
tive potential values, with reference to EOCP, is 67 and 115 nA
for both studied electrode types. These values correspond to
18 and 11 % deviation referred to overall maximum polariza-
tion. After the polarization experiment, fast potential relaxa-
tion (<1 min) back to the initial EOCP could be observed,
proving the usability of the reference electrodes even in the
case of polarization.
In contrast to the Hg|HgO electrodes, Cu|CuSO4-type ref-
erence electrodes demonstrate a higher grade of reversibility
when current is passed through them. Figures 6 and 7 shows
the micro-polarization curves obtained for both flexible and
rigid-type electrodes with negligible hysteresis. The inner re-
sistance was determined as described before, resulting in
15.8 kΩ for the electrode in PTFE-enclosure and 24.6 kΩ
for the glass-type electrode. The values are also indicated in
Fig. 5 at a frequency of 0.05 Hz. Furthermore, exchange cur-
rents of 1.628 and 1.045 μA were calculated for PTFE- and
glass-type electrode.
Temperature stability of gel electrolytes and electrode
recycling
Use of gel-type reference electrode with respect to tempera-
ture is limited to the stability of the gel. Gelatin-based electro-
lyte gels can be used up to the temperature, at which the
gelatin mixture is liquefied, which was determined as 45 to
50 °C for the CuSO4-gelatin gel. In the case of PAA-g-PEO-
based electrolyte, the gel is stable up to higher temperatures.
When heated above 90 °C boiling and accompanying, gas
bubble formation can be observed.
Suitable storage conditions, as described in the
Experimental section, ensure electrode potential stability for
several months. In the case of drying up of the gel electrolyte
or potential instability due to impurities within the gel, the
flexible reference electrodes can be reused. For this purpose,
the Au(Hg)|HgO-wire can be removed after carefully cutting
the PTFE tube at the glued end. The obtained wire can be
inserted into a clean PTFE tube, which is then refilled with
gel electrolyte.
Fig. 6 Micro-polarization curves obtained with a potential scan rate of
2 mV s−1 for a Hg/HgO-μ-electrodes embedded in PTFE tube and b for
electrodes embedded in glass capillary. Evaluation of the inner resistance
of the electrodes is depicted as dotted line between the points of inflection
resulting in a slope of a 20.4 and b 51.2 μS
Fig. 7 Micro-polarization curves obtained with a potential scan rate of
2 mV s−1 for aCu/CuSO4-μ-electrodes embedded in PTFE tube and b for
electrodes embedded in glass capillary. Evaluation of the inner resistance
of the electrodes is depicted as dotted line between the points of inflection
resulting in a slope of a 63.4 and b 40.7 μS
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Conclusion
Hydrogel-based flexible Hg|HgO- and Cu|CuSO4-type micro-
reference electrodes were fabricated. HgO formation on amal-
gamated gold wire was most conveniently achieved by oxida-
tion with a permanganate solution. PTFE enclosure of the
electrodes ensures chemical and temperature stability.
Potential stability was investigated in terms of long-term
open-circuit potential measurements, impedance spectrosco-
py, and micro-polarization experiments. The two fabricated
types of electrodes are intended for use in alkaline solutions
in the case of Hg|HgO electrodes and as reference electrodes
in neutral electrolytes in the case of Cu|CuSO4 electrodes.
Acknowledgments Open access funding provided by Johannes Kepler
University Linz. Financial support of the Austrian Research Promotion
Agency (FFG) within the COMET framework and financial support of
Lower Austria is appreciated.
Open Access This article is distributed under the terms of the
Creative Commons Attribution 4.0 International License (http://
creativecommons.org/licenses/by/4.0/), which permits unrestricted use,
distribution, and reproduction in any medium, provided you give appro-
priate credit to the original author(s) and the source, provide a link to the
Creative Commons license, and indicate if changes were made.
References
1. Rajan V, Neelakantan L (2015) Note: design and fabrication of a
simple versatile microelectrochemical cell and its accessories. Rev
Sci Instrum 86:96101
2. Huang X, Ren Q, Yuan X,WenW, ChenW, Zhan D (2014) Iridium
oxide based coaxial pH ultramicroelectrode. Electrochem Commun
40:35–37
3. Pedrotti JJ, Angnes L, Gutz IGR (1996) Miniaturized reference elec-
trodes with microporous polymer junctions. Electroanalysis 8:673–675
4. Hassel AW, Fushimi K, Seo M (1999) An agar-based silver|silver
chloride reference electrode for use in micro-electrochemistry.
Electrochem Commun 1:180–183
5. Nolan MA, Tan SH, Kounaves SP (1997) Fabrication and charac-
terization of a solid state reference electrode for electroanalysis of
natural waters with ultramicroelectrodes. Anal Chem 69:1244–
1247
6. Merzlikin SV, Wildau M, Steinhoff K, Hassel AW (2014) Prove of
hydrogen formation through direct potential measurements in the
rolling slit during cold rolling. Metall Res Technol 111:25–35
7. Shinwari MW, Zhitomirsky D, Deen IA, Selvaganapathy PR, Deen
MJ, Landheer D (2010) Microfabricated reference electrodes and
their biosensing applications. Sensors 10:1679–1715
8. Inzelt G, Lewenstam A, Scholz F (2013) Handbook of reference
electrodes. Springer, Berlin
9. Chen X, Maljusch A, Rincón RA, Battistel A, Bandarenka AS,
Schuhmann W (2014) Local visualization of catalytic activity at
gas evolving electrodes using frequency-dependent scanning elec-
trochemical microscopy. Chem Commun 50:13250–13253
10. Drensler S, Milenkovic S, Hassel AW (2014) Microvials with tung-
sten nanowire arrays. J Solid State Electrochem 18:2955–2961
11. Atkinson JK, Glanc M, Boltryk P, Sophocleous M, Garcia‐Breijo E
(2011) An investigation into the effect of fabrication parameter
variation on the characteristics of screen‐printed thick‐film silver/
silver chloride reference electrodes. Microelectron Int 28:49–52
12. Bagotsky VS (2006) Fundamentals of electrochemistry. Wiley-
Interscience, Hoboken
13. Ives DJG, Janz GJ (1961) Reference electrodes. Academic Press,
New York
14. Hassel AW (1997) Elektronische und ionische Transportprozesse in
ultradünnen Ventilmetalloxidschichten. Shaker, Aachen
15. Lill KA, Hassel AW (2006) A combined μ-mercury reference
electrode/Au counter-electrode system for microelectrochemical
applications. J Solid State Electrochem 10:941–946
16. Longhi P, Mussini T, Orsenigo R, Rondinini S (1987)
Redetermination of the standard potential of the mercuric oxide
electrode at temperatures between 283 and 363 K and the solubility
product constant of mercuric hydroxide. J Appl Electrochem 17:
505–514
17. Ahmed EM (2015) Hydrogel: preparation, characterization, and
applications: a review. J Adv Res 6:105–121
18. Buenger D, Topuz F, Groll J (2012) Hydrogels in sensing applica-
tions. Prog Polym Sci 37:1678–1719
19. Liu M, Guo T (2001) Preparation and swelling properties of
crosslinked sodium polyacrylate. J Appl Polym Sci 82:1515–1520
20. Bel’nikevich NG, Budtova TV, Vesnebolotskaya SA, Elyashevich
GK (2008) Effect of degree of cross-linking of sodium acrylate
hydrogels on their swelling in variously acidic solutions. Russ J
Appl Chem 81:1818–1820
21. Elyashevich GK, Bel’nikevich NG, Vesnebolotskaya SA (2009)
Swelling-contraction of sodium polyacrylate hydrogels in media
with various pH values. Polym Sci Ser A 51:550–553
22. Choudhury NA, Shukla AK, Sampath S, Pitchumani S (2006)
Cross-linked polymer hydrogel electrolytes for electrochemical ca-
pacitors. J Electrochem Soc 153:A614
23. Xiaojun S, Yi L, Hong W, Yujie F (2011) Investigation on
poly(acrylate-co-acrylamide) hydrogel polymer electrolyte with
liquidlike ionic conductivity. Strategic Technology (IFOST), 2011
6th International Forum on, (Date of Conference: 22-24 Aug.
2011), (Volume:1), INSPEC Accession Number: 12261905,
Publisher: IEEE, Harbin, Heilongjang, p 143–147, doi:10.1109/
IFOST.2011.6020988
24. Grill CD, Pötzelberger I, Kollender JP, Hassel AW (2016)
Cobalt-nickel material libraries obtained from electrodeposi-
tion using citrate or glycine as additives. Phys Status Solidi
A. doi:10.1002/pssa.201532779
25. Schimo G, Burgstaller W, Hassel AW (2015) Potentiodynamic hydro-
gen permeation on Palladium-Kelvin probe compared to 3D printed
microelectrochemical cell. Electrochem Commun 60:208–211
26. Pawel SJ, Lopez RJ, Ondak E (1998) Chemical and environmental
influences on copper/copper sulfate reference electrode half cell
potential. Mater Perform 37:24–29
27. Barati G, Solokha V, Wandelt K, Hingerl K, Cobet C (2014)
Chloride-induced morphology transformations of the Cu(110) sur-
face in dilute HCl. Langmuir 30:14486–14493
28. Loto CA, Loto RT, Popoola API (2011) Electrode potential moni-
toring of effect of plants extracts addition on the electrochemical
corrosion behaviour of mild steel reinforcement in concrete. Int J
Electrochem Sci 6:3452–3465
29. Jin M, Xu J, Jiang L, Gao G, Chu H, Xiong C, Gao H, Jiang P
(2014) Electrochemical characterization of a solid embeddable Ag/
AgCl reference electrode for corrosion monitoring in reinforced
concrete. Electrochemistry 82:1040–1046
30. Song FM, Brossia S, Dunn D, Sridhar N (2005) New permanent
reference electrode for protection of underground pipelines and
storage tanks. Corros Eng Sci Technol 40:262–269
31. Moody B (1991) Comparative inorganic chemistry. Elsevier
Science, Third Edition, 1991, Elsevier Inc., ISBN: 978-0-7131-
3679-1
2756 J Solid State Electrochem (2016) 20:2749–2757
32. HamerWJ, Craig DN (1957) A reproducible and stable silver-silver
oxide electrode. J Electrochem Soc 104:206
33. Pourbaix M (1974) Atlas of electrochemical equilibria in aqueous
solutions. National Association of Corrosion Engineers, Houston
34. Okamoto H, Massalski TB (1989) The Au-Hg (gold-mercury) sys-
tem. Bull Alloy Phase Diagr 10:50–58
35. Müller RL (1932) Nature of the ionic conductivity of glass. Nature
129:507–508
36. Natrup FV, Bracht H, Murugavel S, Roling B (2005) Cation diffu-
sion and ionic conductivity in soda-lime silicate glasses. Phys
Chem Chem Phys 7:2279
37. Geneste G, Bouyer F, Gin S (2006) Hydrogen–sodium interdiffu-
sion in borosilicate glasses investigated from first principles. J Non-
Cryst Solids 352:3147–3152
38. Nickell RA, Zhu WH, Payne RU, Cahela DR, Tatarchuk BJ
(2006) Hg/HgO electrode and hydrogen evolution potentials
in aqueous sodium hydroxide. J Power Sources 161:1217–
1224
39. Bard AJ, Parsons R, Jordan J (1985) Standard potentials in aqueous
solution. M. Dekker, New York
40. Bard AJ, Faulkner LR (2001) Electrochemical methods. Wiley,
New York
41. Scott GN (1958) The copper sulfate electrode. Corrosion 14:36–40
42. Stern HA, Sadoway DR, Tester JW (2011) Copper sulfate reference
electrode. J Electroanal Chem 659:143–150
43. Edwards RE (1982) Fourier series. Springer New York, New York
44. Brossia CS, Kelly RG (1996) A reference electrode for use in meth-
anol solutions. Electrochim Acta 41:2579–2585
J Solid State Electrochem (2016) 20:2749–2757 2757
